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Appendix: Expanded Menu Map

G
et

tin
g 

S
ta

rt
ed LOCK KeYPAd

AlARm
	Alarm History 
	Alert Type 
	Auto-Off 
	Low Resv Warning 

	 	Insulin Units  
	 	Time
DAIlY TOTAls
TIme / DATe
	12 Hour Setup
	24 Hour Setup

AlARm ClOCK
	Off
	On / Set

CONNeCT DeVICes
	Meters
	Remotes
	Other Devices

BlOCK
	Off
	On

SelFTesT
UseR SeTTINGs10

	Save Settings
	Restore Settings11

	Clear Settings
	History

CAPTuRe OPTION
	Off
	On

LANGuAGe
ReseRVOIR SeTuP
FIll TubING9 
FIll CANNulA 
HIsTORY

ENTeR BG
INsulIN mARKeR
MeAl mARKeR
EXeRCIse mARKeR
OTheR
HIsTORY
BG UNITs
CARb UNITs

SeT/EdIT TemP BAsAl
	Set Duration

CANCel TemP BAsAl7

SeleCT PATTeRNs8

BAsAl ReVIeW
BAsAl SeTuP
	Set/Edit Basal

	 	Set Basal Rate 1 
	Max Basal Rate
	Patterns 

	 	Off 
	 	On		
	Temp Basal Type 

	 	Insulin Rate  
	 	Percent of Basal

BOlUs MENU SENSOR MENU captUrE EvENt6 MENU UtilitiEs mENU

basal mENU

rEsErvOir + sEt mENU

CAlIbRATe3

	Enter BG
AleRT SIleNCe4

	Off
	Hi Alerts
	Lo Alerts
	Hi and Lo Alerts
	All Sensor Alerts

LINK TO SeNsOR4

	New Sensor
	Reconnect Old Sensor
	Find Lost Sensor
	Turn Off Sensor
	Transmtr ID

EdIT SeTTINGs
	Sensor
	Glucose Alerts
	Glucose Limits
	Hi Repeat5

	Lo Repeat5

	Predict Alert
	Rate Alerts
	Cal Repeat
	Cal Reminder
	BG Units
	Transmtr ID
	Weak Signal
	Graph Timeout
	Sensor Demo

CAlIbRATION HIsT4

SeNsOR AleRT HIsT4

ReVIeW SeTTINGs4

TuRN OFF SeNsOR4

SeT BOlus1

Use BOlus WIZARd2

MANuAl BOlus2

	Set Bolus
BOlus HIsTORY
BOlus SeTuP
	Bolus Wizard Setup   

	 	Edit Settings
		  	Wizard  
		  	Carb Units  
		  	Carb Ratios 
		  	BG Units 
		  	Sensitivity 
		  	BG Target 
		  	Active Ins Time 
	 	Review Settings
	 	Max Bolus
		  	Max Bolus Setup
	 	Scroll Rate
		  	Scroll Rate Setup
	 	Dual/Square Bolus 
		  	Off 
		  	On
	 	Easy Bolus 
		  	Off 
		  	On/Set
	 	BG Reminder 
 		  	Off 
		  	On
	 	Missed Bolus Reminder	
		  	Off 
		  	On/Set

1 �Displays only when the Bolus Wizard® feature is o�. 
2 �Displays only when the Bolus Wizard® feature is on. 

BOlUs
SUspENd
SENsOr
CaptUrE EvENt
Basal
REsErvOir + SEt
UtilitiEs

PRess ACT  TO STOP

Pump Status Screen

Status Screens

Press the ESC  button to go to 
the SENSOR STATUS screen.

Sensor Status Screen

Last Alarm: 
  24APR 11:30 LoBat
Active ins: 1.050U
Last Bolus N 3.800U
  9:07 24 MAR
Basal 1: 0.15U/H
Reservoir Started:
23APR, 12:44
Units left: 144.0U
Time left: > 24 hours
BG Reminder in 2:04h 
Meter: On 
Battery: Normal
Auto O� - 12HR 
Fri 25 APR 2008
S/N# 123456
Paradigm 523 
VER X.XX X.X 

Next Cal: 	 08:30
Sensor Age: 	 2d 3h
Sensor Isig: 	 25.97
Transmtr Batt:	Good
Transmtr Ver: 	 1.1
Transmtr ID: 	 2111111
Pump S\N#: 	 123456

3 �Displays only when the sensor is communicating 
with the pump.

4 �Displays if Sensor is on.
5 �Displays if Glucose Alerts feature is on.

6 �Displays if Capture Option is turned on in  
Utilities Menu.

7 �Displays only after setting Temp Basal. 
8 �Displays only when the Patterns feature is on.
9 �Displays only after a rewind.

10 �Displays only when you hold  and press ACT .
11 �Displays only after the patient settings have  

been saved.

NOtE All 
screens are 
samples only. 

Actual screens depend 
on the current active 
functions. Blue Arrows  
(  ) indicate submenus.
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