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This report can be used to evaluate glucose 
management for a specified day. This report is 
intended to assess pump and sensor activity 
in Manual Mode, however it can also be used to 
view days in Auto Mode.
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Total Daily Dose (TDD) is shown with the 
break down of insulin distribution.
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Time in Range, similar to the graph on the 
Assessment & Progress report, is also calculated 
for each day on this Daily Review report. 
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During this time of the day, the patient 
suspended the pump to perform an infusion 
set change.
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The horizontal gray shading over this graph 
represents time when the pump was in 
Manual Mode. 
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The vertical orange shading between 
12am-2am illustrates a Smartguard™ 
suspend event. 
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Bolus breakdown can be seen for each bolus 
event and includes Overrides to show if 
estimated amounts were changed by the 
patient. Bolus breakdown can only be shown 
for events that occurred while in Manual Mode.
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Safety Information: CareLinkTM software
CareLinkTM software is intended for use as a tool to help manage diabetes. The purpose of the software is to take information transmitted from insulin pumps, 
glucose meters and continuous glucose monitoring systems, and turn it into CareLinkTM reports. The reports provide information that can be used to identify 
trends and track daily activities such as carbohydrates consumed, meal times, insulin delivery, and glucose readings. NOTE: CareLinkTM report data is intended 
for use as an adjunct in the management of diabetes only and NOT intended to be relied upon by itself.

For a listing of indications, contraindications, precautions, warnings and potential adverse events please refer to the instructions for Use. UC201909739 EE 
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